Chinese "Firebird" brand sirolimus-eluting stent fracture.
Recently, a stent fracture (SF) was reported as having occurred with sirolimus-eluting stents (SES) and paclitaxel-eluting stents (PES). The Chinese Firebird brand stent is a type of SES that has a similar structure to the Cypher stent. As of early 2008, Firebird SES have been used in 200,000 cases worldwide, but there have been no reported cases of stent fracture in relation to this brand. In this report we highlight a case of SF with the Firebird SES which occurred more than thirteen months after implantation.